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1. GENERAL

SW Version 1.30 is a mandatory software update for all Ventoux ventilators with
APRYV mode purchased.

The update must be installed to ensure:

e Correct APRV behavior and timing to prevent incorrect ventilation timing.

2. NEW OR DROPPED FEATURES
2.1. Dropped features

No dropped features in the release.
2.2. New features
2.21. Adding “Exp. Term.” monitored parameter
End user screen calibration requires a password now, the password can be

found in the user manual.

3. CHANGES TO RELEASE
3.1. APRV timing behavior

APRV mode is a time triggered mode. T Low is always prioritized over P Low
setting whenever there is a contradiction (even if P Low setting is not achieved the

ventilator goes back to P High once T Low ends).

4. KNOWN ANOMALIES

See “DOC-0988 Unresolved Bugs for SW Version 1.22” (as no changes other
than the specific bugs fix were made to SW 1.22).

5. OPERATING SYSTEM SUPPORTED

All of Ventoux ventilator versions.

6. SYSTEM REQUIREMENTS
NA
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/. FILES ISSUED
flight-software-package-1.30.1.zip
8. DEPLOYED INSTRUCTIONS

Required equipment:
USB storage device with the new SW version (.gpg file)
NOTICE: two power sources are required for SW update process (AC

power source and one battery or both batteries)

Enter the service screen with technician password.
Go to Tools tab.

Enter Software update screen.

P w0 NP

Plug in the USB storage device to a USB port at the back panel of the
ventilator.

Choose the new SW version.

Press Start.

7. At the end of the process, the ventilator will shut down.

9. RELATED DOCUMENTATION

e DOC-0468 A20 Ventoux Operating Manual
e DOC-0751 Al13 Ventoux Service Manual
¢ DOC-0988 Unresolved Bugs for SW Version 1.22
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